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- Fake versus original packaging

COPIED ProTaper files

ORIGINAL Dentsply Maillefer
ProTaper files

The CE mark has to be 5mm high on the original labelling, whereas on the
copied labeling the CE mark was only 3mm high.

This difference is visible by the practitioner without any magnification.
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ProTaper files

COPIED ProTaper files

ORIGINAL Dentsply Maillefer
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There was no sticker with the bar code at the rear of the copied boxes.
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- Fake versus original product

ORIGINAL Dentsply Maillefer

COPIED ProTaper files ProTaper files

The F3 Finisher has a tip with a bevel.

This bevel can be seen by the practitioner with a low magnification, because it
reflects the light like a tinny shiny point at the tip end when once the files are
rotated between the fingers.

The copied files had a standard conical tip.






